Before using accessories for the first time, read these instructions for use and also the operating manual of the device that you use the accessories with.

1 Main illustration

Fig. 1: Thermoblock DWP 2000

2 Using the thermoblock

⚠️ CAUTION! Risk of burns from the hot thermoblock.
When operated with the epMotion the thermoblock can reach temperatures of up to 96 °C.

- Do not touch the hot thermoblock.
- Wait until the thermoblock has completely cooled down.